McIntosh No. 1 Portable 
High Frequency Coil 



APractical Therapeutic Force 
for the Up-to-Date Physician 


Price, as illustrated, including handle, cord 

and one vacuum electrode.§25.00 

Price, including complete set of six Snow’s 

vacuum electrodes, with handle and cord.. 28.00 


Look for 
the name 


The ,ra< i e mar k 
° f Quality 


McIntosh Battery 8 Optical Company 

322 W. Washington St., Bet. Franklin and Market Sts. 
CHICAGO, ILLINOIS 







McIntosh no. i portable 

HIGH FREQUENCY COIL 


C HIS apparatus affords the practitioner 
a most convenient means of obtaining' 
high frequency current for treatment 
purposes, without investing in one of 
the larger coils. It delivers a beautiful high 
frequency spray, suitable for all treatments' 
with the glass vacuum electrodes, the discharge 
being rich in ultra-violet rays. Fulguration 
treatment of moles, naevi, etc., may be suc¬ 
cessfully accomplished with a suitable elec¬ 
trode. A Hand Ozone Generator attached to 
this coil affords excellent results in ozone treat¬ 
ment, giving the same effect as a large ozonator. 

This coil is most economical of current, con¬ 
suming but one-fourth of an ampere—about 
half of what others take—but it delivers a 
higher voltage and frequency than many, the 
soft, painless character of the current being 
due to this small consumption. 

The discharging rods are arranged most con¬ 
veniently, so that the hands do not come in 
contact when manipulating the mechanism, 
thus avoiding awkward shocks. 

By means of the substantial, re-enforced at¬ 
tachment cord with plug provided, the coil can 
be instantly connected with any lamp socket 
furnishing 100-120 volts direct or alternating 
current. 

It is the most compact of any coil yet offered, 
being put up in a rich, quarter-sawed golden 
oak case, measuring 9x6x7/^ inches, arranged 
with clamps to hold handle, cord and one elec¬ 
trode in lid. 

Full directions for operating accompany each 
outfit. 




VACUUM ELECTRODES 



Price, No. 59, Nasal Electrode.$0,75 

Price, No. 54, Surface or Body Electrode.73 

Price, No. 48, Rectal Electrode. 75 

Price, No.58, Vaginal Cupped Electrode .. 75 

Price, No. 57, Throat Electrode.73 

Price, No. 49, Urethral Electrode. .....75 

Price, No. 52, Handle... . 73 

Price, complete set of six electrodes including handle.. 4.23 

INSULATED VACUUM 
ELECTRODES 



FOP. ACCURATELY LOCALIZING THE 


CURRENT IN CAVITIES 

Price, No. 75, Ear Electrode.. .$1.50 

Price, No. 77, Post-Nasal Electrode. . 1.50 

Price, No. 73, Vaginal Cupped Electrode.. 1.50 

Price, No. 76, Rectal Electrode. 1,50 

Price, No. 89, Nasal Electrode. 1.50 

Price, No. 80, Urethral Electrode. L50 

Price, No. 78, Tongue Electrode.... 1.30 

Auto-Condensation Pad for D’Arsonvalisation. 6.50 

























































McIntosh 
FULGURATION POINT 
ELECTRODE 

For use with McIntosh No. 1 Portable 
High Frequency Coil or any Coil or 
Resonator. For the treatment of moles 
and warts the fulguration point elec¬ 
trode is attached to the machine, and a 
tiny spark is drawn from the patient, en¬ 
circling with this spark the growth to be 
eradicated, thus cauterizing the growth, 
so to speak, and cutting off its 
blood supply, with the fre¬ 
quent result that moles or 
warts are removed in one or 
two sittings. 

Price, including three 
points.S3.00 


McINTOSH 
OZONE 
GENERA- 
TOR 


This Ozone Generator, connected 
with the High Frequency Coil shown 
herewith, permits of the applica¬ 
tion of large quantities of ozone for 
treatment of the respiratory organs 
or for general ozone medication. 
The discharge from the coil, passing 
through an exhausted vacuum cham¬ 
ber in the ozone generator, pro¬ 
duces a liberal amount of ozone 
which is purified by passing through 
an oil bath and is delivered to the 
patient by pressing a rubber bulb. 
A quantity of oil is furnished with 
each generator. 

Price ....$10.00 































